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Test report - PMFT 1000 - Oil penetration

Operator Date Time

Strauch 07/09/2020 14:28:24

Basic information
Operation parameter Test conditions

Script Efficiency Test (oil) rel. humidity NaN %

Aerosol Oil Temperature NaN °C

Main air 95.00 l/min

Generator air 2.60 l/min

Mask information
Mask ID 12713_20200709_142824

Mask los 20-13478_UUT1

Mask type Test 1 / PAConsult / FFP2

Result
Penetration Measurement Upper limit Result

P_m 0.66 %

P_Ph_45° 2.20 % 6.00 % pass

P_SARS_CoV-2 15.80 %

Distributions



 

 

 

 

 

 

Test report - PMFT 1000 - Oil penetration

Operator Date Time

Strauch 07/09/2020 14:49:49

Basic information
Operation parameter Test conditions

Script Efficiency Test (oil) rel. humidity NaN %

Aerosol Oil Temperature NaN °C

Main air 95.00 l/min

Generator air 2.60 l/min

Mask information
Mask ID 12713_20200709_144949

Mask los 20-13478_UUT3

Mask type Test 1 / PAConsult / FFP2

Result
Penetration Measurement Upper limit Result

P_m 2.60 %

P_Ph_45° 6.04 % 6.00 % fail

P_SARS_CoV-2 39.13 %

Distributions



 

 

 

 

 

 

Test report - PMFT 1000 - Oil penetration

Operator Date Time

Strauch 07/09/2020 14:35:47

Basic information
Operation parameter Test conditions

Script Efficiency Test (oil) rel. humidity NaN %

Aerosol Oil Temperature NaN °C

Main air 95.00 l/min

Generator air 2.60 l/min

Mask information
Mask ID 12713_20200709_143547

Mask los 20-13478_UUT2

Mask type Test 1 / PAConsult / FFP2

Result
Penetration Measurement Upper limit Result

P_m 9.93 %

P_Ph_45° 29.70 % 6.00 % fail

P_SARS_CoV-2 55.22 %

Distributions



 

 

 

 

 

 

Test report - PMFT 1000 - Breath resistance / Valve test

Operator Date Time

Strauch 07/09/2020 15:10:31

Basic information
Operation parameter Test conditions

Script Breath Resistance rel. humidity NaN %

Aerosol Pressurized air Temperature NaN °C

Mask information
Mask ID 12713_20200709_151031

Mask los 20-13478_UUT1

Mask type Test 1 / PAConsult / FFP2

Result
Description Main air Differential pressure Upper limit Result

Inhalation 1 NaN l/min NaN Pa 70.00 Pa not tested

Inhalation 2 94.75 l/min 181.29 Pa 240.00 Pa pass

Exhalation 159.74 l/min 298.72 Pa 300.00 Pa pass

Valve test NaN l/min NaN Pa

Description Result

Valve optical inspection not tested
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